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Recently, we developed a reflection-mode relaxation photoacoustic microscope, based on saturation intensity, to
measure picosecond relaxation times using a nanosecond laser. Here, using the different relaxation times of oxy-
genated and deoxygenated hemoglobin molecules, both possessing extremely low fluorescence quantum yields, the
oxygen saturationwas quantified in vivowith single-wavelength photoacoustic microscopy. All previous functional
photoacoustic microscopy measurements required imaging with multiple-laser-wavelength measurements to quan-
tify oxygen saturation. Eliminating the need for multiwavelength measurements removes the influence of spectral
properties on oxygenation calculations and improves the portability and cost-effectiveness of functional or mole-
cular photoacoustic microscopy. © 2011 Optical Society of America
OCIS codes: 110.5120, 170.1065, 170.2655, 170.3650, 170.1470, 170.3880.
Photoacoustic (PA) microscopy provides effective func-
tional and molecular imaging in vivo. Because the PA sig-
nal is proportional to the deposited optical energy, which
in turn is proportional to the local optical absorption
coefficient, multiwavelength PA measurements provide
quantitative information about the concentrations of
multiple chromophores, such as oxygenated and deoxy-
genated hemoglobin molecules in red blood cells. Thus,
the relative concentration and the oxygen saturation
(sO2) of hemoglobin can be extracted [1–3]. Functional
or molecular PA imaging of brain activation [2], tumor
hemodynamics [4], gene expression [5], and other patho-
physiological phenomena has been previously achieved.
However, multiwavelength PA measurements typically
require an expensive and bulky tunable laser, undesir-
able in nonlaboratory environments. Moreover, the spec-
tral dependence of the local optical fluence, and hence
the PA signal, combined with the unknown spectral prop-
erties of the surrounding tissue, presents challenges to
accurate sO2 measurements [6]. All prior quantitative
functional PA studies have assumed a linear dependence
between the PA signal and the local optical fluence,
which holds only at laser intensities much less than
the saturation intensity. As the intensity increases, me-
chanisms such as multiphoton or multistep absorption
or saturation of the optical absorption can occur, result-
ing in a nonlinear dependence of the PA signal on the
excitation pulse fluence [7,8]. Recently, we developed
a relaxation PA microscope, based on saturation inten-
sity, to measure picosecond absorption relaxation times
(i.e., the time required for an excited molecule to relax to
the ground state after light absorption) using a nano-
second laser [9]. We measured the absorption relaxation
times of bovine oxyhemoglobin (HbO2) and deoxyhemo-
globin (HbR) in vitro at 576 nm, the local absorption
peak of HbO2, to be 22 5 and 2:3 1:8 ps, respectively
[9]. In our present work, the different relaxation times of
oxygenated and deoxygenated hemoglobin molecules at
576 nm enabled us to quantify the relative concentrations
of both molecules in vivo from the saturation profiles of
PA signals. Thus, the oxygen saturation was measured by
relaxation PA microscopy (rPAM) using a single optical
wavelength, whereas all previous studies required multi-
ple wavelengths [1–4].
In an absorbing medium, the PA signal, q, generated by
single photon absorption is proportional to the local pres-
sure rise [10]:
qðFÞ ∝ K · μa · F; ð1Þ
where K is a proportionality coefficient related to the ul-
trasonic parameters, the Grüneisen parameter, and the
heat conversion efficiency, μa is the optical absorption
coefficient (cm−1), and F is the local optical fluence
(J=cm2). The local optical fluence can also be written
as F ¼ I · τlaser, where I is the local laser intensity
(W=cm2) and τlaser is the laser pulse width (e.g., 4ns).
The absorption coefficient of blood can be expressed
as [10]
μa ¼ σHbR · NHbR þ σHbO2 · NHbO2 ; ð2Þ
where σHbR and σHbO2 are the absorption cross sections of
HbR and HbO2 at a specific wavelength. NHbR and NHbO2
are the numbers of HbR and HbO2 absorbers, respec-
tively, per unit volume. In the saturation regime, the
PA signal can be expressed as [9]




1þ F=ðτlaser · IHbRsat Þ
· F þ σHbO2
·
NHbO2




where IHbRsat and I
HbO2
sat are the saturation intensities of HbR
and HbO2. Therefore, the relative concentration of HbO2
and HbR can be extracted using a single wavelength sim-
ply by measuring the PA signal at different laser intensi-





¼ ðHTHÞ−1HT × y; ð4Þ
where
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1þ Fi=ðτlaser · IHbO2sat Þ
· Fi; i ¼ 1…n: ð5Þ
In Eq. (4), y is the PA measurement vector, in which
each line corresponds to a different incident laser inten-
sity. For each incident laser intensity, the blood vessel
map was segmented, and the PA signal was averaged
over a maximum contiguous region of 10 pixels ×
10pixels within the segmented vessel. Points within the
10 × 10 box but outside the segment were not included in
the average. The extracted concentrations of HbO2 and
HbR molecules from each pixel were averaged within
each segment before being used to calculate sO2. The





where h·i denotes averaging. The local fluence, Fi, was
estimated using the local pulse energy, Ei, and the
Gaussian beam radius at the corresponding depth,
w: Fi ¼ Ei=ðπ ·w2Þ. As the current relaxation PA
microscope—based on an optical-resolution PA micro-
scope (OR-PAM) described previously [9]—works in
the quasi-ballistic regime, the local pulse energy, Ei, is
calculated using the incident energy on the skin surface,
E0; the depth of the absorber, z; and the average attenua-
tion in the tissue, α, such that Ei ¼ E0 · e−α·z. The average
attenuation in the tissue can be extracted, assuming that
at low intensity the averaged PA signal generated from a
vessel at a given depth is proportional to the local flu-
ence. The local pulse energy was estimated by averaging
the PA signal over 10 × 10 contiguous points at three
depths in the same blood vessel and multiplying it by
the average beam cross section at the correspond-
ing depth.
In order to extract sO2 using a single wavelength, the
ear of a Swiss-Webster mouse (25–30 g, Harlan) was im-
aged in vivo. We measured the PA signal as a function of
the incident laser fluence, using the relaxation PA micro-
scope system [9]. The 4 ns width laser pulses were
focused to a spot with a diameter of 3:9 μm, approxi-
mately 120 μm below the skin surface. A variable attenua-
tor set the pulse energy to values between 0 and 195 nJ.
The mouse ear was acoustically coupled to the bottom
membrane of a water tank by ultrasonic gel (see Fig. 1).
During image acquisition, the mouse was supplied with
breathing-grade air and maintained under anesthesia
using vaporized isoflurane (1:0–1:5% isoflurane with an
airflow rate of 1 l=min). We imaged the same area of
the mouse ear at four different intensities. At each point
(A-line), we extracted the PA amplitudes (maximum
absolute value of the Hilbert transform of the raw PA
signal) and the Gaussian beam radius at the correspond-
ing depth; then we averaged over 10 × 10 contiguous
points, where each point represents a step size of 2:5 μm.
The incident energy on the skin surface, E0, was ex-
tracted from the photodiode readout, which had pre-
viously been calibrated over a wide range of energy
levels. The depth of the blood vessels, z, was extracted
using the delay time of the PA amplitude [see Fig. 2(a)].
Figure 2(b) presents the normalized local pulse energy at
three different depths along the same vessel and the ex-
ponential fitting curve. The average attenuation, α, was
calculated to be 62 20 cm−1. The standard error of the
mean value was calculated using three different incident
intensities (N ¼ 3).
Fig. 1. (Color online) Ultrasonic and optical beam coupling
diagram.
Fig. 2. (Color online) Extraction of the average attenuation in
tissue. (a) Depth map of a mouse ear, (b) the exponential fitting
(blue dashed curve) and the normalized pulse energy as a func-
tion of depth (solid red dots). The error bars represent the stan-
dard error of the mean value at three incident intensities
(N ¼ 3).
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Figures 3(a) and 3(b) present the average PA ampli-
tudes as a function of the fluence at a low sO2 location
(a vein) and at a high sO2 location (an artery). At a high
sO2 location, the PA signal was saturated more than at a
low sO2 location, because HbO2 has a longer absorption
relaxation time at 576 nm than HbR. The extracted con-
centrations of HbO2 and HbR molecules of each pixel
were averaged within the segments and then used to cal-
culate sO2. Figure 3(c) presents the sO2 maps of a mouse
ear using a single-wavelength (576 nm) analysis. The
average sO2 values in the artery and the vein were mea-
sured to be 94 2 and 74 3, respectively. To verify
our results, dual-wavelength in vivo functional PA
microscopy was performed at 576 and 592 nm wave-
lengths using the OR-PAM, as described previously
[11]. Figure 3(d) presents the sO2 map of a mouse ear
using dual-wavelength (576 and 592 nm) analysis. The
average sO2 in the artery and in the vein were measured
to be 96 3 and 69 3, respectively. The measurements
from the single-wavelength and dual-wavelength ana-
lyses agree with p-values of less than 5% for both arterial
and venous sO2.
To reach the saturation regime using the relaxation PA
microscope, we had to use high laser intensities. How-
ever, since the optical beam is focused inside the tissue,
the actual beam diameter at the skin surface was larger,
and therefore the incident fluence was lower than that at
the focus. The maximum fluence at the skin surface was
calculated to be 80mJ=cm2, which did not cause any ob-
servable damage to the mouse skin. To avoid exceeding
the American National Standards Institute safety limit for
fluence on the skin surface (20mJ=cm2), shorter laser
pulses with lower energy can be used. Thus, the pulse
intensity will still reach the saturation intensity level,
while the incident fluence at the skin surface will be re-
duced. Moreover, reduction of the incident fluence de-
creases temperature-dependent nonlinearity of the
Grüneisen parameter, which may have contributed to
the measurement error.
In conclusion, we have measured oxygen saturation in
vivo using a single nanosecond laser on the basis of op-
tical absorption saturation in reflection-mode PA micro-
scopy. Unlike conventional PA imaging, rPAM uses a
single laser wavelength to extract the relative concentra-
tions of mixed multiple absorbers possessing different
saturation intensities. We employed this principle to per-
form functional PA microscopy in vivo, thereby eliminat-
ing the expense, space, and wavelength-tuning time
required for a tunable laser. Here, the principle of optical
absorption saturation in PA imaging was applied at
shallow depths. However, it could be applied to deep
imaging using highly saturable contrast agents and short
laser pulses (for higher intensity). A current limitation of
the technique includes the large delay time between
scans, which prevents intensity-varied measurements of
the same red blood cell and allows displacement of the
tissue between images. Measurement accuracy may be
increased if the local relaxation time is measured within
a short period of time. For instance, by varying the pulse
energy of a compact 532 nm 100 kHz laser, the relaxa-
tion time can be extracted within 50 μs. Because single-
wavelength lasers can be highly compact and inexpen-
sive, rPAM may be incorporated into smart-phone-based
ultrasound devices for portable imaging [12]. Therefore,
rPAM can potentially accelerate the translation of PA mi-
croscopy from microscopic lab discoveries to macro-
scopic clinical practice.
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Fig. 3. (Color online) Saturation profiles of PA signals and sO2
mapping in a mouse ear. Average PA amplitude as a function of
the fluence (a) at a low sO2 location (a vein) and (b) at a high
sO2 location (an artery). Error bars represent the standard de-
viations in 15 adjacent measurements. Oxygen saturation
mapping using (c) single-wavelength (576 nm) and (d) dual-
wavelength (576 and 592nm) measurements.
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